QC Sample Results

Client: Ecology and Environment, Inc. TestAmerica Job ID: 580-50288-2
Project/Site: EE-004439-Laboratory BOA

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Lab Sample ID: MB 580-190828/7 Client Sample ID: Method Blank
Matrix: Water Prep Type: Total/NA
Analysis Batch: 190828

MB MB
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
sec-Butylbenzene ND 3.0 0.53 ug/L N 06/01/15 14:27 1
1,3-Dichlorobenzene ND 2.0 0.44 ug/L 06/01/15 14:27 1
4-Isopropyltoluene ND 3.0 0.53 ug/L 06/01/15 14:27 1
1,4-Dichlorobenzene ND 2.0 0.39 ug/L 06/01/15 14:27 1
n-Butylbenzene ND 3.0 0.63 ug/L 06/01/15 14:27 1
1,2-Dichlorobenzene ND 2.0 0.35 ug/L 06/01/15 14:27 1
1,2-Dibromo-3-Chloropropane ND 2.0 0.40 ug/L 06/01/15 14:27 1
1,2,4-Trichlorobenzene ND * 1.0 0.23 ug/L 06/01/15 14:27 1
1,2,3-Trichlorobenzene ND 2.0 0.32 ug/L 06/01/15 14:27 1
Hexachlorobutadiene ND 2.0 0.49 ug/L 06/01/15 14:27 1
Naphthalene ND 20 0.26 ug/L 06/01/15 14:27 1
Methyl tert-butyl ether ND 1.0 0.17 ug/L 06/01/15 14:27 1

MB MB
Surrogate %Recovery Qualifier Limits Prepared Analyzed Dil Fac
Toluene-d8 (Surr) 110 85-120 06/01/15 14:27 1
4-Bromofluorobenzene (Surr) 92 75-120 06/01/15 14:27 1
Dibromofluoromethane (Surr) 102 85.115 06/01/15 14.:27 1
Trifluorotoluene (Surr) 110 70-136 06/01/15 14:27 1
1,2-Dichloroethane-d4 (Surr) 83 70-120 06/01/15 14:27 1
Lab Sample ID: LCS 580-190828/8 Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 190828

Spike LCS LCS %Rec.

Analyte Added Result Qualifier Unit D %Rec Limits
Dichlorodifluoromethane o 24.9 24.7 ug/L 99 30-155
Chloromethane 25.1 239 ug/L 95 40-125
Vinyl chloride 25.0 246 ug/L 99 50.145
Bromomethane 25.0 27.7 ug/L 111 30-145
Chloroethane 25.0 26.8 ug/L 107 60-135
Trichlorofluoromethane 25.0 28.5 ug/L 114 60-145
1,1-Dichloroethene 20.0 24.2 ug/L 121 70-130
Methylene Chloride 20.0 226 ug/L 113  55-140
trans-1,2-Dichloroethene 20.0 26.3 ug/L 131 60-140
1,1-Dichloroethane 20.0 247 ug/L 123 70-135
2,2-Dichloropropane 20.0 313 8 ug/L 156 70-135
cis-1,2-Dichloroethene 20.0 24.4 ug/L 122 70-125
Bromochloromethane 20.0 22.5 ug/L 112 65-130
Chloroform 20.0 23.0 ug/L 115 65-135
1,1,1-Trichloroethane 20.0 25.0 ug/L 125 65-130
Carbon tetrachloride 20.0 255 ug/L 128 65-140
1,1-Dichloropropene 20.0 254 ug/L 127 75-130
Benzene 20.0 22.3 ug/L 11 80-120
1,2-Dichloroethane 20.0 19.3 ug/L 97 70-130
Trichloroethene 20.0 22.6 ug/L 113 70-125
1,2-Dichloropropane 20.0 21.3 ug/L 106 75-125
Dibromomethane 20.0 19.9 ug/L 100 75-125
Bromodichloromethane 20.0 20.1 ug/L 101 75-120
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